
Verifit Listening Check- How to Complete as a 
Hearing Aid or Bone Conduction Device User

1. Set up the hearing device in test box (bone 
conduction simulator or hearing aid)

2. Set up Verifit with the appropriate device and coupling

3. Plug in FM system (EduMic, Roger, etc) into the headphone jack 
    on the right side of the Verifit2 using the cable for the Verifit2
    headphones.           



4. Hover the mouse over the volume control in the bottom right
corner and scroll utilizing your mouse to adjust the volume as
needed

5. Run the hearing aid or bone conduction device in test box as
normal and the output will stream through the FM system to the
device
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